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Spontaneous rotational Raman scattering spectroscopy is used to acquire the first ever high quality, spatially-resolved measurements of the mean and root mean square (rms) temperature fluctuations in turbulent, high-velocity heated jets. Raman spectra in air were obtained across a matrix of radial and axial locations downstream from a 50 mm diameter nozzle operating from subsonic to supersonic conditions over a wide range of temperatures and Mach numbers, in accordance with the Tanna matrix frequently used in jet noise studies. These data were acquired in the hostile, high noise (115 dB) environment of a large scale open air test facility at NASA Glenn Research Center (GRC). Temperature estimates were determined by performing nonlinear least squares fitting of the single shot spectra to the theoretical rotational Stokes spectra of N2 and O2, using a custom in-house code developed specifically for this investigation. The laser employed in this study was a high energy, long-pulsed, frequency doubled Nd:YAG laser. One thousand single-shot spectra were acquired at each spatial coordinate. Mean temperature and rms temperature variations were calculated at each measurement location. Excellent agreement between the averaged and single-shot temperatures was observed with an accuracy better than 2.5 percent for temperature, and rms variations in temperature between ±2.2 percent at 296 K and ±4.5 percent at 850 K. The results of this and planned follow-on studies will support NASA GRC's development of physics-based jet noise prediction, turbulence modeling and aeroacoustic source modeling codes.
The data set of Raman mean and rms temperature measurements covering the complete test matrix listed in Table 1 is available in an accompanying DVD (available online from www.sti.nasa.gov) for anyone interested in further analysis. 
Nomenclature

Introduction
Since the first reported measurement by Laurence (Ref. 1) in 1954, researchers have been studying high velocity turbulent jets in order to better understand the fluid dynamics of these flows. Even after all the years of study, much is left unknown primarily due to the difficulties encountered when trying to measure flow parameters, particularly temperature, in heated jets from subsonic to supersonic velocities. Traditional measurement techniques, (pressure transducers and resistance wires), and specifically those for temperature (thermocouples and hotwire anemometry), do not avail themselves satisfactorily to the conditions encountered in these flows, namely high temperature and high velocities. They are either severely restricted in temporal response, suffer from limited spatial resolution, or have a limited lifespan once in contact with the flows. Add to this the fact that they are intrusive to the flow and as such disturb and alter the very phenomenon that they are attempting to evaluate. Include the requirement for an instantaneous measurement, now needed for code validation efforts to accurately describe these turbulent flows, and these traditional methods are effectively eliminated. Clearly nonintrusive methods are required to obtain measurements of the requisite flow parameters.
The development of new laser-based measurement techniques in the 1970s allowed the first ever nonintrusive measurements to be acquired in turbulent flows. Laser Doppler Velocimetry (LDV) was the first such measurement (Ref. 2) and significantly expanded the data to measurements at high speed and elevated temperature flows. Particle Image Velocimetry (PIV) was the next generational improvement in nonintrusive flow measurement (Ref. 3) . Due to advances in dual-head laser technology and digital imaging capability, the implementation of PIV became the preferred flow measurement technique for flow visualization and velocity measurements. While nonintrusive velocity measurements, specifically PIV, made huge strides, temperature measurement techniques in these hostile conditions lagged far behind. Early optical methods used to probe flows for temperature included Rayleigh scattering spectroscopy, Coherent anti-Stokes Raman Spectroscopy (CARS), vibrational Raman, and laser-induced fluorescence (LIF). Rayleigh spectroscopy has been utilized in jet flow facilities to measure the flow parameters such as velocity, density and temperature (Refs. 4 and 5) however, while the velocity and density data are of good quality, the rms temperature data are of lower quality and were frequently contaminated by entrainment of particulates in the flow. The Rayleigh technique also requires a complex optical system setup and alignment, and is very sensitive to ambient light and flare light issues. CARS (Ref. 6 ) is another scattering technique that has also been applied to measure temperature in high-speed gases, however, these measurements have largely been restricted to obtaining an average temperature in these flows but not the quickly fluctuating temperatures in highly turbulent shear layers. Since it too suffers from similar problems that plague Rayleigh measurements, namely, a complex setup and alignment issues, CARS has seen few successful applications to large-scale facilities with hostile environments; rather, CARS has been mainly relegated to bench-top measurement (Ref. 7) or environmentally friendly venues. CARS also suffers from the fact that at lower temperatures, fewer higher vibrational energy levels are populated and hence the anti-Stokes lines do not begin to be useful until around 600 K. Transient Gradient Spectroscopy (TGS), a relatively new diagnostic tool, has also seen recent application to temperature measurement. While this technique has seen a recent success in temperature measurement within jet flows (Ref. 8) , it too suffers from a complex optical setup requiring precise alignment of multiple laser beams and as such is not amenable to large scale, outdoor facilities. Vibrational Raman spectroscopy, is another inelastic scattering technique which has reported species and temperature measurements (Ref. 9) but since it depends upon taking the ratio of the Stokes and antiStokes lines in the spectrum, it is incapable of measuring temperature below 600 K at atmospheric pressure since few vibrational states are populated at lower temperatures. LIF has also been employed in the measurement of flow parameters including temperature fluctuations in combusting flow fields by capturing the LIF of the combustion intermediary hydroxyl (OH -) species or byproduct nitric oxide (NO) (Ref. 10). However, acquiring fluctuating temperature measurements in high speed, non-combusting flow fields presents problems associated with the seeding of the flow (Ref. 11) which is often required to provide a fluorescent species. Additionally, LIF has an added degree of complexity in its application in that it typically requires a dye laser and subsequent frequency doubling to obtain the necessary ultraviolet (UV) wavelengths.
Hence, a comprehensive, high quality set of temperature data to complement the large database of LDV and PIV measurements has remained elusive in jet flows for over 50 years. Until now, all CFD modelling efforts had to assume the temperature profile of the flow and the magnitude of the temperature fluctuations in hot jets. The data presented herein will show the first ever high quality measurements of the mean and rms fluctuations in temperature in heated jets at subsonic and supersonic conditions.
Project Description
NASA's Turbulent Heat Transfer (THX) project under the Transformational Tools & Technologies program is currently focused on acquiring benchmark temperature and velocity data in turbulent shear layers for validation of turbulent model assumptions used in computation fluid dynamics (CFD) codes. Standard CFD turbulence models lack the ability to predict the observed increase in the growth rate of the mixing layer and the current datasets of fluctuating temperatures report large uncertainties in the measurements. Therefore, it is desired to produce a dataset of rms temperatures with small error and high spatial resolution. To that end, a Consensus velocity data set, has already been acquired by PIV measurements and has supplied the jet flow field mean velocity and turbulence properties (Ref. 12) . Still lacking in this effort are temperature measurements of these flows which are required to further validate the CFD models and improve their accuracy. The objective of the tests described herein are to collect mean and rms temperature measurements via rotationally resolved Raman spectroscopy across a precisely defined measurement grid in the plume of a convergent hot jet for validation of CFD and noise modeling since regions of high turbulence are assumed to be the regions of peak fluctuations in temperature. The data measurement grid was developed by using the PIV Consensus data acquired with the same experimental rig configuration used in this investigation.
Rotational Raman was selected as the diagnostic for this test due mostly to the limitations imposed by the other methods, in particular the severe effects of the test environment on the diagnostic systems. The AeroAcoustic Propulsion Laboratory (AAPL), the location at NASA GRC selected for this series of tests, possesses, by its very nature, a number of features that could hinder or completely preclude the performance of certain optical diagnostics. Several major considerations include: (1) The AAPL is open to the outside environment and as such experiences large temperature variations over the course of a daylong test, (2) High sonic noise levels upwards of 115 dB, (3) High ambient light levels due to the large 55 ft wide by 36 ft high exhaust-door which must remain open during tests, and (4) Inaccessibility by personnel during the tests. Temperatures in the AAPL during the testing period ranged from 4 °C in the morning to 21 °C in the afternoon. For diagnostics that require a high degree of alignment this temperature shift could necessitate constant shutdown of the facility to enter the test venue to make alignment adjustments followed by a protracted ramp-up back to test conditions. Considering the time it takes to achieve test temperature condition, this was not a feasible option. The high sonic vibrations, common with near-sonic to super-sonic flows could also adversely affect these alignment sensitive methods. High light levels in the AAPL can also play a limiting role in the success of a diagnostic, Researchers conducting Rayleigh experiments during an earlier campaign in the AAPL to obtain temperature and velocity measurements had to resort to extreme measures in an effort to eliminate ambient light.
Taking all of the above into consideration and based upon previous experimental experience in performing Raman in similar environment conditions, rotational Raman was selected as the diagnostic method for the measurement effort. Rotational Raman does suffer from some of the same disadvantages as the other considered diagnostics, among these is the fact that rotational Raman, like Rayleigh and CARS, is a point measurement and thus the data acquisition will be slow because of the large size of the measurement grid needed to gather a high spatial resolution temperature survey. It is also subject to the same data collection interferences caused by ambient light and by laser scatter from particulates or droplets entrained in the flow. Additionally, since the rotational Raman spectra is a relatively weak phenomenon, a large laser fluence is necessary to elicit the spectrum which could lead to laser-induced breakdown of the gas molecules in the air thereby obscuring or grossly interfering with the rotational spectrum. The advantages of rotational Raman however make-up for the shortfalls in the diagnostic. Rotational Raman is a well-established, nonintrusive diagnostic; it allows for instantaneous measurements, additionally, and unlike vibrational Raman, it is amenable to acquiring temperature measurements in a wide range of temperatures, including those of the proposed test. Also, with recent developments in long-pulsed lasers, the problems due to laser-induced breakdown can be solved by operating the laser at longer pulse widths which still supplies the requisite laser fluence in the focal volume to obtain the measurements, but with an extended pulse duration that avoids breakdown of the air. A final advantage to rotational Raman is that it is a relative simple experimental setup which does not need constant optical realigning, thereby allowing uninterrupted data acquisition in harsh environments of large scale facilities. 
Raman Scattering
Photons can interact with molecules in a number of different ways: they can be absorbed and re-emitted via fluorescence; they can be elastically scattered in a process called Rayleigh scattering; or they can be inelastically scattered through Raman scattering. The scattering process is shown schematically in Figure 1 . For a thorough discourse on Raman spectroscopy theory and practices, the reader is directed to an excellent treatment by Ferraro and Nakamoto (Ref. 13 ). In general, Raman is an inelastic scattering process, with a signal intensity approximately 10 -3 of that from Rayleigh. Raman scattering is not dependent on wavelength but is linear with respect to the species number density and is species specific by virtue of the quantization of individual molecular energy states.
The incident or colliding photon can impart energy to the molecule equivalent to the energy necessary to elevate the molecule to the next energy level (in our case rotational) causing the photon to scatter at a lower frequency, called Stokes scattering. Conversely, during the collision the photon can remove from the molecule the same amount of energy and be scattered at a higher frequency, called anti-Stokes scattering. At constant pressure, the amplitude of the Raman signal will scale as T -1 reflecting the decrease in density with increasing temperature.
The rotational states of the target molecule are spread over a number of discrete energy levels. For each of these states there is a certain probability of being populated by the molecule when the system is in thermal equilibrium. This probability distribution is given by Boltzmann (Ref. 14):
Where Nj is the particle number density in the jth state of energy ϵ; N is the total number density; k is Boltzmann's constant; T is the temperature; and gj is the degeneracy of the state. The rotational population distribution is given by the following:
where gI is the statistical weight factor dependent on coupling with the spin of the nucleus. The temperature dependence of the population distribution is illustrated in Figure 2 where, for clarity, only the odd numbered J-states for nitrogen are shown. 
Calibration Laboratory Setup
In order to demonstrate the rotational Raman measurement technique and also to establish the accuracy of the diagnostic in a well characterized environment, the experiment was first performed on an optical table in a laboratory ( Fig. 3 ) which closely matched the experimental layout planned in the actual facility. The output from a long-pulsed, 10 Hz Agilite Nd:YAG laser from Continuum was tuned to a 500 nsec pulse width at 600 mJ/pulse. The 9 mm diameter output beam was focused by a 500 mm spherical lens to a roughly 70 µm spot 5 mm downstream from the exit plane of a programmable electric heat gun (Stienell model HG-2310-LCD) with a nominal tuning range of 296 to 922 K. The 20 mm diameter heat gun exit orifice was fitted with a condenser nozzle to reduce the exit diameter of the flow down to 10 mm. The rotational Raman scattering elicited in the heat gun's flow was collected by two matched f/1.4, 85 mm Nikon lens set at a 4.0 f-stop. The lenses were vertically mounted and focused on the laser focal volume approximately 530 mm distant. Each lens was displaced from the horizontal plane and tilted by 6° (upper -6°, lower +6°). The focal volume of the two overlapped 85 mm lenses at the laser focal point was 1.5 mm in diameter resulting in the collection of scattered light from a laser beam cylinder at the probe location of approximately 6.63×10 -3 mm 3 . The light captured by each lens was passed through a 532 nm RazorEdge long-pass 25.4 mm filter attached to the rear of each camera lens mount. The filtered light was focused onto a bifurcated fiber bundle from Fiberoptic Systems, Inc. The input ends of the bifurcated fiber bundle each contained 57 100 µm diameter fibers which were formed into a linear array at the output end of the bundle. The linear fiber bundle output was coupled to the entrance slit of an Acton 500 mm imaging spectrometer with an 1800 gr ruled grating and a wavelength centerline of 537 nm resulting in a spectral wavelength span of approximately 12 nm. Since the 100 µm fibers of the transmission bundle were arranged linearly at the slit, the slit of the spectrometer was opened to its maximum of 2 mm allowing the fibers to act as their own 100 µm slit. A PI-MAX2 ICCD camera with 18 mm gated intensifier from Princeton Instruments was coupled to the exit of the spectrometer and the resultant rotational Raman spectra captured using Princeton's WinSpec32 software. To verify alignment of the 532 nm laser pulse, the thermocouple and the two camera lenses, a 635 nm diode laser was fiber-coupled to the rear of the two 85 mm collection lenses and directed back to the probe volume, where the alignment of all three components of the measurement system could be visually confirmed by the intersection of the back projected/focused diode laser beams. For each temperature measurement point in the optical table set-up, the heat gun's setting was verified at the same location of the Raman focal volume in the flow by using a 0.025 in. diameter sheathed thermocouple from Omega. The thermocouple provided the mean flow temperature. Once the desired temperature was reached and stabilized, the thermocouple was withdrawn from the flow and the Raman data acquisition sequence was initiated. Each data set contained 1000 single shots, acquired at the laser rep rate of 10 Hz. The calibration was performed at thirteen temperatures over a range of 296 to 840 K. In order to establish the rms temperature fluctuations in the heated flow exiting the heat gun, additional tests were performed using an unsheathed 0.0005 in., Omega (CHAL-0005), K-Type thermocouple, with a frequency response of approximately 500 Hz. The CHAL-0005 Thermocouple was mounted in a ceramic mount in order to support it when placed in the heat gun's flow. The thermocouple was again placed in the same location as the Raman temperature measurement and the signal from the thermocouple was collected and digitized at 1 kHz. First the baseline error in the thermocouple was established by measuring the temperature of the ambient air, which showed an error of ±0.15 K. Next the thermocouple was used to measure the heat gun flow over the range of 296 to 840 K, where the time records showed a periodic rising and falling of the temperature in the heat gun flow caused by the heating element cycling on/off in order to hold the required setpoint temperature. The heat gun operates with a ±10 K control band, yielding an rms temperature of ±5 K. Hence, any temperature measurements in the heat gun flow will exhibit an rms fluctuation of at least ±5 K. The rms temperature measured using the 0.0005 in. thermocouple were nearly constant across the entire 296 to 840 K measurement range, confirming that the heat gun was providing a nominally isothermal environment for the calibration measurements.
Data Processing
To extract temperature from the rotational Raman spectra, an iterative process was developed which determines the best fit between the measured spectrum and the spectrum computed using a pure-rotational Raman scattering model based on software created under a NASA contract by Aerodyne Research. To model the Raman scattering spectrum an assumption is first made that the gas composition is a mixture of only molecular nitrogen and oxygen. This can be done since the measurements are to be made in air and other atmospheric gaseous components do not contribute significantly to the Raman signal. For a given temperature, the model computes Raman line locations and strengths in the Raman Stokes (S) bands of nitrogen and oxygen. Rotational quantum numbers used range from 0 to 50. The merged array of Raman lines for N2 and O2 with their respective strengths and wavenumbers, is then convolved with a Voigt kernel derived from the spectral profile of the pump laser wavelength peak as measured through the optical system.
In rotational Raman scattering, an incident photon of energy v0, interacts with a molecule such that the molecule may absorb part of the energy of this photon and be promoted to a higher rotational level. The difference, ΔE, in the rotational energy levels results in a scattered photon reduced in energy (v0 -∆E). The intensity of an individual pure rotational line of the S-branch in the Raman scattering spectrum may be computed (Ref. 15) using:
where N is the density of molecules of interest, v0 is the pump laser wavenumber, vrot is the scattered Raman wavenumber for the rotational line, J is the rotational quantum number, h is Plank's constant, c is the speed of light, B is the rotational constant for the vibrational state, k is the Boltzmann constant, T is the absolute temperature, and I0 is the laser intensity. The scattering system constant C, assumed independent of J, contains those parameters that are constants for a fixed scattering system (Refs. 16 to 18). These include the relative Raman cross-section, nuclear spin weight, and vibrational-rotational interaction term (Ref. 19) .
Examples of the model output are shown in Figure 4 (a) where a stick spectrum of the rotational Raman peak intensities at 837 K is shown and in Figure 4 (b) where the convolved model output at 837 K is shown. It should be noted that when there is an overlap of N2 and O2 peaks in the stick spectrum, the resultant convolved spectrum will show some abnormally intense peaks due to that overlap.
In the data processing stage, the 1000 single-shot spectra were read into the Matlab based data reduction software. In each acquisition sequence, there were typically several bad spectra due to the wait time of the camera/spectrometer/image intensifier. Additionally, there were times when particulates in the flow passed through the measurement volume producing strong signals at the laser line wavelength, which were strong enough to yield Rayleigh/laser line peaks of higher intensity than the Raman signal. In order to remove these spurious spectra, the data set was sorted to remove the 10 highest amplitude spectra, hence only 990 single shot spectra were used in each ensemble. The 990 spectra were then used to compute an average spectra, which was fit to the model function described previously using a nonlinear least squares routine. The model parameters used in the fit included the temperature, the Raman signal amplitude, the kernel width (instrument function) and the spectrometer grating calibration parameters, which included the laser line center location. The fit of the mean spectra provided the initial estimates for all of the single shot spectral fits. The estimated temperatures from the processed spectra were then used to compute the mean temperature estimate and the rms temperature across the ensemble, T′. The time to process the 990 spectra was on the order of 1 min on a 20 core based CPU.
For an optimally designed and configured experiment, the instrument function is very narrow and the model function remains on the baseline across the entire spectra, just like the Raman spectral line stick strengths shown in Figure 4 (a). However, there is always some finite width to the instrument function, which results in the individual lines interacting and the build-up of a pedestal in the peak region of the Raman spectra, which lifts the spectra off of the baseline. The development of the baseline is fully accounted for in the model function as the instrument function broadens during the fitting process. A sample averaged spectrum acquired at 547 K with the calibration setup and its corresponding fit are shown in Figure 5 .
A Voigt profile was used to model the instrument function since this most closely resembled the Rayleigh line profiles acquired prior to each run day. The Voigt profile function had two input parameters, the Gaussian width and the Lorentzian width. The Lorentzian width controlled the width of the kernel near the baseline and had the most influence on the interaction of the instrument function with adjoining lines in the spectra. Control of the Lorentzian width independent of the Gaussian peak width enabled the model function to build a pedestal that matched the data lift off from the axis, yet retained good fidelity in the overlapping N 2/O2 spectral lines to yield sharply shaped peaks in the generated spectral model.
Calibration Results
The Raman spectra acquired at the 13 different temperature settings on the heat gun were processed according to the procedures described in the preceding data reduction discussion. The ensemble of 990 measurements at each point are used to compute the mean and rms gas temperature. Figure 6 , plots the mean temperature of all 990 accumulated spectra along with the rms error bars at each temperature. The mean calibration temperature measurements are found to be accurate to < 2.5 percent over the range of 296 to 850 K. Here accuracy is defined as the deviation of the measurement from the true (known) value. For these calibration measurements the mean temperature level is measured using a thermocouple. The reported error is the deviation of the Raman based mean temperature measurement from the thermocouple measurements.
--Raw Spectra --NLS Fit The Raman based calibration rms temperature estimate is ±2.2 percent at 296 K and ±4.5 percent at 850 K. The measured rms temperatures are higher than the rms levels measured using the 0.0005 in. thermocouple in the heat gun flow. The Raman temperature measurements reported here illustrate the best case measurement accuracy that can be expected using the Raman Thermography diagnostic. The calibration plot error bars in Figure 6 clearly delineate that there is a linear dependence on the measured rms temperature with increasing temperature. This is an inherent property of a molecular based scattering technique. The molecules in the probe volume can have any one of a number of states as defined by the Boltzmann distribution. The number of allowable states increases with temperature, hence the rms temperature increases with increasing temperature of the gas. A linear fit to the rms temperature as a function of the known temperature yields a relation for the expected error in the Raman based temperature diagnostic:
This expression will be used later to predict the expected error resulting from the Raman temperature measurement technique when we examine the thermal fluctuation measurements in the heated jet flows. These measurement errors agree with those reported by others in the literature using molecular based scattering techniques for measuring temperature. In the work of Bolin (Ref. 20) , CARS thermometry measurements were obtained in a calibrated oven in order to obtain mean temperature measurements at 300, 600, and 900 K. The processed data showed rms fluctuation levels of ±9, ±16, ±22 K respectively, across the temperature range.
AAPL Laboratory and Experimental Setup
All the data presented herein was obtained on the Small Hot Jet Acoustic Rig (SHJAR) located within the AeroAcoustic Propulsion Laboratory (AAPL) at NASA GRC. The SHJAR (Fig. 7) is a single flow stream free jet rig capable of operating over a range of Mach numbers up to M2 at static temperature ratios up to 2.8. The AAPL (Fig. 8) is a 19.8 m radius geodesic dome with its interior walls covered by to 7.210 -3 resulting in a negligible change in the nitrogen to oxygen ratio at the nozzle exit.
The SHJAR facility is frequently used for PIV measurement studies where aluminum oxide is used to seed the flow. Raman scattering is a molecular scattering technique and as such any particulates in the flow are detrimental to the quality of the acquired Raman signals, hence, in preparation for the test, the SHJAR was disassembled and cleaned of any residual seed material coating the inside flow passages of the rig/model hardware. As an extra precaution the supply air was filtered to eliminate any residual particulate matter entrained in the flow. For this test a single nozzle, denoted as SMC000, was installed on the SHJAR. The SMC000, is a baseline axisymmetric nozzle with an exit diameter of 50.8 mm and a throat area of 3.142 in. 2 ( Fig. 9) . The same optical excitation and detection system used to acquire the laboratory calibration was also used in the performance of actual testing in the AAPL. The long-pulse, Agilite laser, beam insertion optics, detection optics and spectrometer/camera detection systems were transported, installed, and aligned in the AAPL as shown in Figure 10 . The Agilite laser was mounted inside the frame of the large traverse system, affectionately called "Big-Blue". The beam from the laser was directed towards the front face of Big-Blue where it was turned vertical using a mirror. A catching mirror then turned the laser beam horizontal and parallel to the front face of Big-Blue. A final turning mirror turned the laser beam vertical so that it passes vertically through the jet flow field. A 500 mm focal length spherical lens then focused the beam at the center of the flow, downstream of the nozzle's exit plane. The final turning mirror, lens and the camera collection lenses are mounted on a long Velmex traverse stage which provides the radial surveys of the jet plume.
Since Raman spectroscopy is a point measurement diagnostic, it requires a translation of the excitation and detection optics in both the axial and radial directions in order to provide a survey of the jet plume temperature field. The data obtained in the AAPL were acquired over a grid of measurement locations for nine experimental setpoints that covered a wide range of flow conditions. As stated previously, the measurement grid was developed by using the PIV Consensus data acquired with the same experimental rig configuration. The grid was divided into three regions: (1) centerline scans (running downstream along the centerline of the jet); (2) a lip line scan (running downstream at the nozzle lip line); and (3) a series of radial scans at axial stations of x/D j = 2, 4, 8, 12, and 20. A total of 63 measurement locations were acquired at each rig operating point, which consumed a complete 6 hr test run. A plot showing the measurement grid for setpoint 7 is shown in Figure 11 .
The grid points in the figure are overdrawn on top of a previously measured velocity field at setpoint 7 in order to better show the reasoning behind the selection criteria for the measurement locations. At the beginning of a run day, background image spectra were recorded to provide a background spectra for baseline removal. Additionally, Rayleigh line spectra were acquired each run day for characterization of the instrument function. At each measurement station, 1000 single shot spectra were recorded. 
Consensus Velocity Database
As stated earlier, the Raman temperature diagnostic was to be applied in the SHJAR facility on the SMC000 nozzle in order to provide a set of temperature measurements to complement the large database of velocity measurements that have been collected on both hot and cold jet flows that comprise the "Consensus" data set. Details describing the development of the consensus data set are provided in the previously mentioned reference by Bridges and Wernet (Ref. 12) . Essentially two similar jet nozzle flows have been measured many different times (> 30) over a period of 15 years using a wide variety of different camera sensor resolutions, with both large and small fields of view, in various configurations of 2-component PIV, Stereo PIV and Temporally-Resolved PIV. This voluminous collection of PIV data on both hot and cold jets has been compared with historical jet flow measurements (hotwire and LDV) and used to build a consensus data set that brackets the expected flow velocities and turbulence intensities that one would expect to measure in one of these jets at the list of operating conditions tabulated in that report. The data are publicly available on a NASA Langley's CFD code validation case web site listed in Bridges and Wernet (Ref. 12) .
In this current work, the consensus data set is invoked to provide a well-established velocity magnitude and turbulence intensity reference at an M 0.9 flow condition, across three different temperature ratios: setpoints 7, 27, and 46. The consensus PIV measurements presented here characterize the momentum transfer properties of these hot and cold jet flows, which indoctrinates the reader for the presentation of the temperature measurements in these same flow fields. The database provides the bracketed range within which one would expect high quality, high accuracy PIV measurement results to fall. While the mean velocity and turbulence intensity profiles along with their bracketed error bars are available in the consensus data set, here we chose just to show the mean trends without error bars.
In Figure 12 the centerline (r/D j = 0) velocity profiles and turbulence intensities for setpoints 7, 27, and 46 are plotted. The left vertical axis is the normalized axial velocity (U/Uj) and the right vertical axis is the axial turbulence intensity (u'/Uj). The turbulence intensities are defined as the rms velocity normalized by the axial component of the jet exit velocity. The cold jet case of setpoint 7 shows a relatively long potential core lasting out to approximately 12 x/Dj. The centerline turbulence levels peak when the two shear layers on each side of the jet merge together, which for this cold jet case are relatively low at 13 percent. As the heat is increased and the Mach number remains the same, the length of the potential core decreases down to approximately 10 x/Dj for the setpoint 27 and 46 cases. The turbulence levels are also observed to increase as the temperature in the jet increases up to roughly 15 percent.
Similarly, the resultant lip line plots (r/Dj = 0.5) for setpoints 7, 27, and 46 are presented in Figure 13 , where a general steady decay in the velocity magnitude is observed, which is again normalized by the axial component of the jet exit velocity. In the cold jet case, setpoint 7, the velocity has an initially higher velocity magnitude than the heated jet cases. The turbulence in the shear layer is observed to peak at approximately x/Dj = 10 for the cold jet case, whereas in the hot jet cases the peak turbulence is very close to the start of the shear layer near the nozzle exit. The peak turbulence levels are observed in the highest jet temperature case of setpoint 46. The radial line plots in Figure 14 show cross sectional views of the information contained in the centerline and lip line plots. Three different cross-stream slices through the flow are shown: x/Dj = 2, 4, and 8. The additional information gained from the radial profiles is the definition of the initial width of the jet core and the narrowing of the potential core with increasing x/Dj. The shear layers (centered at r/Dj = ±0.5) are very narrow close to the nozzle exit and decrease in magnitude as they spread out with increasing distance downstream. The profiles at x/Dj = 8 clearly show that the potential core has not ended for the cold jet case (denoted by the deep valley in the turbulence level at the centerline of the jet) and are nearly ended for the hot jet cases. Hence, the cold jet has a long potential core that ends at approximately x/Dj = 12, while the heated jet cases exhibit progressively shorter potential cores with increasing temperature. 
Results and Discussion
Temperature data were acquired over a wide range of flow temperatures and Mach numbers as listed in Table 1 . In this work, only results for three of these conditions will be presented: setpoints 7, 27, and 46, which are all at Mach 0.9, but at temperature ratios of 0.84, 1.77, and 2.7. Three different Raman Thermography measurement surveys were performed for each setpoint. Centerline profiles (r/Dj = 0), lip line profiles (r/Dj = 0.5), and a series of radial profiles at x/Dj = 2, 4, 8, 12, 20. The data collected at setpoint 7 were spaced closer together further downstream than the surveys performed at all of the other hot setpoints, where the potential core length of the jet is presumed to shorten due to the heated flow. For each radial survey an ambient temperature point was acquired (x/Dj = 4, r/Dj = 2.5) using the Raman measurement system. These ambient temperatures and their rms temperature variations provide a check on the performance of the Raman measurements in the jet flow facility, where the acoustic noise levels exceed 115 dB. The ambient temperatures were within a few degrees (2 percent) of the ambient temperatures recorded using the SHJAR facility thermocouples mounted at the jet exit height in the facility. The rms temperature variations of the ambient temperature measured using the Raman thermography system were < 3 percent. Hence, the Raman diagnostic system installed in the SHJAR was able to produce accurate temperature measurements (while the rig was running), with < 3 percent rms levels in the quiescent ambient air. Any measurements in the jet flow will have this inherent measurement variation σRE given by Equation (4) added with the rms temperature variations in the jet flow.
The temperature data are nondimensionalized by subtracting the ambient temperature T∞ and dividing by the difference between the jet exit temperature Tj and the ambient temperature. Referencing the temperature data to the ambient temperature puts the data in a similar frame of reference as the velocity data where the ambient velocity, U∞ = 0. Technically, the velocity data should be defined as u'/(Uj-U∞), but for brevity we omit U∞. For the case of setpoint 7, the jet exit temperature is below the ambient temperature, hence the numerator difference is reversed so that the normalized temperature yields a positive result. For the plots of the normalized rms temperature, the standard deviation in temperature T′ is normalized by the difference between the jet exit temperature and the ambient temperature ∆T = Tj-T∞.
The consensus PIV data set illustrated that the turbulence level on the jet centerline near the nozzle exit for these hot and cold jet flows is between 1 to 3 percent, as shown in Figure 12 . The Raman thermography diagnostic system has an inherent measurement variation, as demonstrated in the lab scale calibration. The lab scale calibration data, which was performed in an isothermal heat gun flow, is assumed to be free from turbulent temperature variations, and represents only the rms variation in the Raman thermography technique as a function of temperature. If we assume that the inherent Raman measurement σRE error is added in quadrature with the normalized rms variations in temperature of the flow, σTI, then the actual measured variation in flow temperature σm can be approximated by: Figure 15 .-The normalized centerline temperature plotted in red circles (left axis), the normalized rms temperature is plotted in blue squares (right axis) and the corrected normalized rms temperature is plotted in green diamonds (right axis) for each setpoint: 7 (left), 27 (middle), and 46 (right).
The effect of removing the inherent rms is illustrated for measurements near the jet exit, on the nozzle centerline. For the centerline survey measurements in the jet at x/Dj = 2, rms variations in temperatures were observed on the order of 7 K at setpoint 7, 18 K at setpoint 27 and 40 K at setpoint 46. From the lab scale calibration data (Eq. (1)), the estimated rms variations are 2, 16.5, and 31.4 K, at the jet exit temperatures of 240, 500, and 760 K, respectively. Rearranging Equation (5) and solving for σTI, the rms variations in flow temperature on the jet core centerline are computed to be 6.2 K, at 240 K, 7.4 K at 500 K and 17.6 K at 760 K, respectively. When normalized by their respective ∆T's, the normalized rms variations in temperature are: 14, 3.2, and 5 percent, respectively. Figure 15 shows the normalized centerline temperatures plotted using red circles on the left axis, the normalized rms temperature is plotted in blue squares on the right axis and the corrected normalized rms variations in temperature (T′c/∆T) are plotted in green diamonds on the right axis for setpoints Sp7 (left), Sp27 (middle), Sp46 (right). Generally the σRE correction has more effect in the high temperature regions of the flow. Hence for the hot jet cases the correction is highest on the nozzle centerline, while for the cold jet flow the correction (albeit minimal) is larger in the warmer ambient regions of the flow. The setpoint 7 centerline temperature profile shows a long thermal potential core in agreement with the observed momentum field potential core length of approximately x/Dj = 12. The normalized rms temperature plot shows a moderate level of turbulence in the jet core which peaks at T′/∆T = 23 percent at approximately x/Dj = 12 and then begins to slowly decay.
The rms variations in temperature for the setpoint 7 data are very small due to the low temperatures in the jet relative to the ambient room temperature air, which are even lower than the inherent rms variations in the Raman Thermography technique at the jet exit temperatures. In order to have the expected 1 percent normalized rms in the jet exit temperatures for setpoint 7, the measured rms values would have to be on the order of 4 K, which is below the demonstrated inherent rms variation of the Raman Thermography diagnostic as configured for this experiment. The measured normalized rms variations in temperature at the jet exit for setpoint 7 are much larger than expected since we have reached the noise floor of the technique for these cold flows. However, the location of the peak rms variations in the jet flow are still readily apparent in the data and clearly delineate the axial location of the peak.
At setpoint 27, the centerline temperature profile decays much sooner at approximately x/Dj = 7. The corrected normalized rms temperature starts out low in the jet core (2.5 percent) and is observed to peak at 14 percent at approximately x/Dj = 7 and then decays with increasing distance downstream. At setpoint 46, the centerline temperature profile decays very quickly following the trend of the decreasing potential core length with temperature. The corrected, centerline normalized rms temperature starts out at about 5 percent in the jet core and reaches a peak of 15 percent at approximately x/Dj = 6 followed by again an even faster decay down to a lower final normalized rms temperature at x/Dj = 20 than was observed at setpoint 27. Generally, the centerline behavior of the normalized temperature profiles and corrected normalized rms temperature in the heated jet cases closely mirrors the observed trends in the centerline velocity profiles and turbulence intensities in Figure 12 . However, the rms temperature peaks a little sooner and decays faster than the centerline flow turbulence. Figure 16 shows the normalized lip line temperatures plotted in red circles on the left axis, the raw normalized rms temperature plotted in blue squares on the right axis and the corrected, normalized rms temperature plotted in green diamonds on the right axis for setpoints Sp7 (left), Sp27 (middle), Sp46 (right). The normalized temperature profile behavior and the normalized rms temperature are very similar to the momentum mean flow and fluctuation behavior along the lip line. The peak normalized rms temperature is near the nozzle exit followed by a slow decay. The cold jet case normalized rms variations in temperature are higher than the momentum turbulence levels, again due to the fluctuation levels in the cold flow case being below the sensitive range of the technique.
For setpoint 46, the normalized rms temperature peaked at about 75 K, for setpoint 27 peak rms levels of 33 K were measured and for setpoint 7, the peak rms temperature was measured at 10.5 K. While the magnitude of the normalized rms temperature levels in the cold jet case are higher than the turbulence levels shown in Figure 12 , the general shape of the profile is very similar.
In Figure 17 the radial profiles through the shear layer are plotted for the three different setpoint cases, at three different axial stations: x/D j = 2, 4, and 8. Again both the raw and corrected normalized rms temperature are plotted. For setpoint 7, at x/Dj = 2 the temperature profile starts to decay from the relatively flat jet core temperature at an r/Dj = 0.5. The normalized rms temperature in the jet core are, as already described, higher than the momentum cases. However, the normalized rms temperature still exhibits a clear peak at r/Dj = 0.7. The shear layer is occurring at a larger radius than anticipated, hence the complete profile of the shear layer is not resolved. At x/Dj = 4, the radius of the jet core has shrunk and the decay down to the ambient temperature is slower. Again, it appears that the radial extent of the survey was insufficient to define the outside edge of the thermal shear layer, which still may be difficult to discern due to the relatively small ∆T between the jet core and the ambient. The shear layer is much broader but still at about the same value of r/Dj = 0.7. At x/Dj = 8, the normalized temperature profile exhibits a continuous decay from the jet centerline and the peak value is below the core jet temperature. The shear layer is very broad at this location, but there is still a small dip on the jet core, indicating that the potential core of the jet has not yet been reached. For the setpoint 27 radial profiles at x/Dj = 2, the jet core temperature profile drops from the flat jet core exit temperature down towards the ambient temperature beginning at r/Dj = 0.4. The temperature shear layer is well defined with a peak normalized rms temperature occurring at approximately r/Dj = 0.45. At x/Dj = 4, the thermal core of the jet has decreased in radius and the shear layer normalized rms temperature is wider, and peaks closer to the centerline at r/Dj = 0.3. At x/Dj = 8, the normalized temperature profile is very broadly shaped and the shear layer is a broad function slowly decaying from the jet centerline normalized rms temperature, confirming that the potential core of the jet has been reached. For the setpoint 46 radial profiles in the figure, the details of the radial profiles are nearly identical to those observed at setpoint 27. The only exceptions being that the normalized rms temperatures are slightly higher, and the temperature shear layer is slightly thinner.
The decay of the centerline temperature and velocity are governed by the heat transfer and turbulent mixing of the jet with the ambient air. A comparison of the consensus centerline velocity and turbulence intensity with the normalized thermal profile and normalized rms temperature for the hot jet cases (Sp 27 and Sp 46) are shown in Figure 18 . There are two notable features in these comparison plots. First, the thermal profile appears to decay slightly earlier, but at essentially the same rate as the normalized velocity profile. The temperature decay appears to be coupled with the velocity decay, which is driven by the mixing of the hot jet core flow with the cooler ambient air. Secondly, although the magnitude of the normalized rms temperature is nearly identical to the axial turbulence intensity, the rms temperature peaks earlier and then decays faster than the flow turbulence. The magnitude of the temperature fluctuations is decreasing faster in the downstream direction due to the smaller local difference in temperatures of the thermal eddies, as defined by the thermal profile. Hence, while the temperature decay appears to be coupled with the velocity decay, the rms temperature indicates the packets of hot fluid are being dissipated faster than the momentum of the flow, which agrees with the general assumption that the thermal dissipation occurs faster than the momentum dissipation in turbulent flows (Prandtl# < 1) (Ref. 20) . In fact the ratio of the rms temperature to rms velocity as shown in Figure 18 , is nominally 0.7 in the fully mixed turbulent region of the jet flow, x/Dj > 10.
Finally the complete temperature mapping fields for each setpoint are shown in Figure 19 , where the results of the centerline, lip line and radial profiles (63 points) are all combined into a single scatter plot. The unique marker shapes for the three different surveys are shown in the plot legend. The symbols are colored by the mean flow temperature measured at each location. Note the vertical scale has been expanded to enhance the legibility of the plot.
Many of the lip line and centerline measurement points overlap the radial profile points. When all of the data are plotted on the scatter plot, the temperatures from two different surveys do not always agree at the same measurement point. The three different surveys for each rig setpoint were acquired at different times (the entire 63 grid required 6 hr of runtime). The high air mass flow, high pressure heated stream required to maintain the operating points in the SHJAR is provided by central services. During these long duration runs, variations in the facility air supply can occur due to other large facilities at the lab coming on-line or going off line during our test runs. Hence, while the rig operator endeavors to keep the rig on the desired operating point, some variation off of the rig operating point is not uncommon. These variations are confirmed with rig instrumentation reading recorded at the beginning of each Raman temperature measurement acquisition. The scatter plots shows the concentration of measurements across the shear layer and along the nozzle centerline. Some measurements are obtained on the r/Dj < 0 side of the jet at x/Dj = 12 to check/confirm the symmetry of the jet. When plotting the mean flow temperature instead of the normalized flow temperature for the cold jet flow case we see that the core flow is actually below the ambient temperature due to the isentropic expansion cooling of the jet flow through the nozzle into the ambient air.
Conclusions
The first ever application of rotational Raman temperature measurements in heated turbulent, high-velocity flows have been reported. We believe that these are the most comprehensive, high quality set of temperature measurements ever obtained in hot and cold nozzle flows. They were performed with a great degree of spatial resolution and with higher accuracy than that obtained by previous techniques. The data demonstrated rms errors down to < 3 percent in quiescent air at room temperature. An inherent measurement error (caused by thermal motion of the molecules) was demonstrated to be linear with temperature. A correction of the inherent rms variations in the Raman based temperature measurements was applied to the data. A comparison of the temperature data with the previously acquired PIV consensus dataset was performed which showed that many of the trends in the turbulence and velocity field decay were also observed in the normalized rms temperature and normalized temperature profiles measured using the new Raman based diagnostic. Normalized temperature profiles were readily resolved for all of the setpoint cases presented. It was difficult to resolve the small scale rms temperature in the cold jet flow, since these levels were below the measurement noise floor of the Raman diagnostic; however the shear layer peaks and extent were still resolved. For the heated jet flow cases, the measured normalized rms temperatures had similar peak levels and peak locations as the flow turbulence levels measured previously using PIV. These data confirm for the first time that the spatial extent and nominal normalized rms variations in the hot and cold jet flows mirror the momentum field properties, an assumption that has been invoked for many years by CFD modelers. The most notable exception is that for the hot jet centerline cases the rms temperature peaked earlier and decayed faster than the turbulence intensity, confirming the general assumption that the thermal dissipation occurs faster than the momentum dissipation in turbulent flows (Pr < 1). The results obtained in the AAPL have demonstrated that this technique should be applicable in other flow fields of interest, even in some combusting environments such as propane, natural gas fire heaters, to name a few.
Future Work
A more detailed examination and comparison of all of the temperature data acquired during this test with the corresponding benchmark velocity measurements acquired previously for the same nozzle will be conducted in a future publication. Additionally, a similar comparison will also be undertaken with Rayleigh temperature measurements previously acquired in AAPL. Improvements in the data acquisition process have already been made with the acquisition of the latest PI-MAX4 ICCD camera and Lightfield ® (Roper Scientific, Inc.) software. The new camera's high quantum efficiency will increase the Raman signal gathering capability and the simultaneous acquisition feature of both accumulated and single-shot spectra will shorten the data acquisition time significantly. Further experiments in the AAPL for the acquisition of Raman temperature measurements are also in preparation. These tests will examine flows from nozzles that are much more complex than the simple model used in the current study and will aid in the design of new nozzle platforms/configurations as well as continuing to support NASA's validation of physics-based CFD codes efforts.
